July 30, 2018 Rev 0

July 30, 2018

Mr. Scot Fitzgerald

CH2MHIill Plateau Remediation Company
MSIN R3-50 CHPRC

PO Box 1600

Richland, Washington 99352

Re: CHCPRC SAF S18-006
Work Order: 453849
SDG: GEL453849

Dear Mr. Fitzgerald:

GEL Laboratories, LLC (GEL) appreciates the opportunity to provide the enclosed analytical results for the
sample(s) we received on July 03, 2018. This original data report has been prepared and reviewed in accordance
with GEL's standard operating procedures.

Our policy is to provide high quality, personalized analytical services to enable you to meet your analytical needs
on time every time. We trust that you will find everything in order and to your satisfaction. If you have any
guestions, please do not hesitate to call me at (843) 556-8171, ext. 4505.

Sincerely,

/‘: =

| } \I ,-'l .?/
Ao ol el
AnnaDupree for
Heather Shaffer
Project Manager

g

Purchase Order: 300071-7H
Chain of Custody: S18-006-133
Enclosures
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SAMPLE ISSUE RESOLUTION (SIR) REPORT SIR Number:  SIRI8-0808
Rev. Number: 0
Date Initiated:  07/05/2018
SAMPLE EVENT INFORMATION
SAF NUM(S): S18-006
LABORATORY: GEL
SAMPLING INFORMATION
NUMBER OF SAMPLES: 1
SAMPLE NUMBERS: B3JBY9
SAMPLE MATRIX: WATER
SDG NUM(S):
ISSUE BACKGROUND
CLASS: Field Sampling Issue
TYPE: Sample Collection Issue
DESCRIPTION: For sample B3JBY9, 2 of the 5 vials were received with headspace.
RESOLUTION
PROPOSED RESOLUTION: The lab will avoid using the vials with headspace and proceed with analysis.
FINAL RESOLUTION: Proposed Resolution accepted.
SUBMITTED BY:
DUPREE, ANNA 07/05/2018
ACCEPTED BY:
HEY, BE 07/05/2018

Page 1 of 1
A-6003-640 (REV 4)
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General Narrative
for
CH2MHill Plateau Remediation Company
CHCPRC SAF S18-006
SDG: GEL453849

July 30, 2018

Laboratory Identification:

GEL Laboratories LLC

2040 Savage Road

Charleston, South Carolina 29407
(843) 556-8171

Summary

Sample receipt

The sample(s) arrived at GEL Laboratories, LLC, Charleston, South Carolina on July 03, 2018, for analysis. The
sample was delivered with proper chain of custody documentation and signatures. All sample containers arrived
without any visible signs of tampering or breakage. Please see the enclosed SIR for further details.

Items of Note All efforts were made by the lab to meet any short hold times. Samples that were analyzed outside
of the initial hold time but still within 2X hold time will be noted in the lab case narrative.

Sample Identification
The laboratory received the following sample:

Laboratory Sample
Identification = Description
453849001 B3JBY9

CaseNarrative

Sample analyses were conducted using methodology as outlined in GEL Laboratories, LLC (GEL) Standard
Operating Procedures. Any technical or administrative problems during analysis, data review, and reduction are
contained in the analytical case narratives in the enclosed data package.

Data Package

The enclosed data package contains the following sections: General Narrative, Chain of Custody and Supporting
Documentation, and data from the following fractions: GC/MS Semivolatile, GC/MS Volatile and General
Chemistry.

We certify that this package is in compliance with the SOW, both technically and for completeness, including a

full description of, explanation of, and corrective actions for, any and all deviations, from either the analyses
requested or the case narrative requested. Release of the data contained in this hard copy data package has been
authorized by the Laboratory Analytical Manager (or designee) and the laboratory’s client services

representative as verified by their signatures on this report.

GEL Laboratories L.c PO Box 30712 Charleston, SC 23417 2040 Savage Read Charleston, 5 29407 P 843.556.8171 F 843.766.1178 www.gel.com
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AnnaDupree for
Heather Shaffer

Project Manager

P 843.956.8171 F 843.766.1178 www.gel.com

2040 Savage Road  Charleston, SG 29407
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Technical Case Narrative
CH2MHill Plateau Remediation Company (CPRC)
SDG #: GEL453849
Work Order #: 453849

GC/MS Volatile

Volatile Organic Compounds (VOC) by Gas Chromatograph/Mass Spectrometer

All sample data provided in this report met the acceptance criteria specified in the analytical methods and
procedures for initial calibration, continuing calibration, instrument controls and process controls where
applicable, with the following exceptions.

Quality Control (QC) Information

Matrix Spike/Matrix Spike Duplicate Recovery Statement
The spike and/or spike duplicate (See Below) recoveries were not all within the acceptance limits.

Sample Analyte Value
1204063579 (Non SDG 453859001P4 2-Butanong 62* (70%-130%
Acetone |52* (70%-130%
1204063580 (Non SDG 453859001P4 2-Butanong 62* (70%-130%
Acetone  |46* (70%-130%

GC/MS Semivolatile

Analysis of Semivolatile Organic Compounds by Gas Chromatography/Mass Spectrometry

All sample data provided in this report met the acceptance criteria specified in the analytical methods and
procedures for initial calibration, continuing calibration, instrument controls and process controls where
applicable, with the following exceptions.

Quality Control (QC) Information

Surrogate Recoveries
Samples (See Below) did not meet surrogate recovery acceptance criteria. The client established the limits of
70%-130%. Failures are expected. The data were reported per client request.

Sample Analyte Value
1204063167 (MB) 5-alpha-Androstan 57* (70%-130%
1204063168 (LCS) 5-alpha-Androstan 66* (70%-130%
1204063169 (B3JBY9MS)| 5-alpha-Androstan 55* (70%-130%

Page 6 of 63 Page 8 of 65
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1204063170 (B3JBYIMSL 5-alpha-Androstan 58* (70%-130%
453849001 (B3JBY9) 5-alpha-Androstan 48* (70%-130%

Laboratory Control Sample (LCS) Recovery

The LCS (See Below) spike recoveries were not within acceptance limits. One or more spike recoveries in the
MS and MSD were also not within the acceptance limits. All samples in the batch were re-extacted out of
holding. The LCS, MS, and MSD spike recoveries were within acceptance criteria for the re-extraction batch.
Data for these samples were reported from both sets of extractions.

Sample Analyte Value
1204063168 (LCY Several | See applicable repqrt

Spike Recovery Statement
The MS and MSD (See Below) spike recoveries were not within acceptance limits. Spike recoveries in the LCS

were also not within the acceptance limits. All samples in the batch were re-extacted out of holding. The LCS,
MS, and MSD spike recoveries were within acceptance criteria for the re-extraction batch. Data for these
samples were reported from both sets of extractions.

Sample Analyte Value
1204063169 (B3JBY9IMS)| Acenaphthylen(48* (53%-99%)
Fluorene 46* (50%-116%
1204063170 (B3JBY9MSL Acenaphthylen(52* (53%-99%)

MS/MSD Relative Percent Difference (RPD) Statement
The RPD values between the MS and MSD, (See Below), were not within the acceptance limits due to the large
difference between the individual recoveries in each MS and MSD analyte pair. The failures may be attributed to

an error in the extraction process.

Sample Analyte Value
1204063169MS and 1204063170MSD (B3JB| Naphthalen¢ 23* (0%-20%

Technical Information

Sample Re-extraction/Re-analysis
Sample 453849001 (B3JBY9) was scheduled for re-extraction due to surrogate failure and/or batch QC failure.

Analysis of Semivolatile Organic Compounds by Gas Chromatography/Mass Spectrometry

All sample data provided in this report met the acceptance criteria specified in the analytical methods and
procedures for initial calibration, continuing calibration, instrument controls and process controls where
applicable, with the following exceptions.

Quality Control (QC) Information

Page 7 of 63 Page 9 of 65
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Samples (See Below) did not meet surrogate recovery acceptance criteria. The client established the limits of

70%-130%. Failures are expected. The data were reported per client request.

Sample

Analyte

Value

1204064611 (MB)

5-alpha-Androstan

59* (70%-130%

1204064612 (LCS)

5-alpha-Androstan

58* (70%-130%

1204064613 (B3JBYIMS)

5-alpha-Androstan

56* (70%-130%

1204064614 (B3JBYOMSL

5-alpha-Androstan

63* (70%-130%

453849001 (B3JBY9) 5-alpha-Androstan 53* (70%-130%

Laboratory Control Sample (LCS) Recovery
The LCS and/or LCSD (See Below) spike recoveries were not within the acceptance limits. The client
established the limits of 70%-130%. Failures are expected. The data were reported per client request.

Sample Analyte Value
1204064612 (LCS Acenaphthene 67* (70%-130%
Benzo(ghi)perylen|{63* (70%-130%
65* (70%-130%

Naphthalene

Technical Information

Holding Time Specifications
Samples (See Below) were re-extracted out of holding due to QC failures. The failures did not confirm, so both

sets of results are reported and have been qualified accordingly.

Sample Value
1204064613 (B3JBYIMS) Received 03-JUL-18, within holding, prepped 09-JUL-18, out of holding
06-JUL-18
1204064614 Received 03-JUL-18, within holding, prepped 09-JUL-18, out of holding
(B3JBY9MSD) 06-JUL-18
453849001 (B3JBY9) (I?Ge_c‘:]%\llffSO&JUL-l& within holding, prepped 09-JUL-18, out of holding

General Chemistry

n-Hexane Extractable Material

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this
report met the acceptance criteria specified in the analytical methods and procedures for initial calibration,
continuing calibration, instrument controls and process controls where applicable.

Page 8 of 63 Page 10 of 65
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Alkalinity

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this
report met the acceptance criteria specified in the analytical methods and procedures for initial calibration,
continuing calibration, instrument controls and process controls where applicable.

Certification Statement

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless otherwise noted in the analytical case narrative.

Page 11 of 65
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Chain of Custody and
Supporting
Documentation

Page 10 of 63 Page 12 of 65



Rev O

July 30, 2018

(€ A3) Zv8-7009-V 0Z509MSd = Qi ¥Sd 810Z/L LY uo pajuud
NOILISOdSIa
awi] /ereq :Ag pasodsig :($89901d Ui pasn *ainpasold gej Jad ‘1atoisnd 0} wnyay ‘') poylaiy jesodsig | 31INYS TVNIL
awyje1eq EEW:@m. alwey JSe7 pue JSio JuLd atuil /a1eQ aunjeubis BLeN JSBT PUB IS4 Julld
’ * ..::.::2..— I
omm\ " )\\.M nandae ] Suongiry g ponsosy X3 pod kg poysinburoel)
BYo = X e v awi | /81eq aimeubis BWEBN JSBT puB IS4 Julld auuy .Q&MQ aimeubis ? LIM i awep JSe7 pue jsiid Julld :mw
uogebap = A o= 0 ¥X3G34 :Ag paniaday \MW.A m_bN N @ usm. \\)wﬁj M hg vo;m_:cczwwm.u_
pinbri= 7 18BM = M
adiM = IM.  9BpNiS = 1S awi | /81eq m:Em.tgm L \ mEmz JSET pue 1S4 Julig awijpeg mimmcm.\m wm ey IseT pue JsuiH Juud wmu
: O8I Y Lo p S Qg nr o9 ®
.onssi] = | pHog = 0S 3@ \)\wo - AU S :Ag pamsaay .mum mN N @ :Ag paysinbuyayy
MM___M_M ﬁ”u_m_ = MM EmE_ﬂMM = mm sl /818 aumeubis %mmq pue siiH Juld mek mmm almeubls swien JSe7 pue Jsii Julld
B - : - N P g el ?;i . : i T_.
. XU m‘w i %\ w | :Ag panisoay Gi b NP qu.:w \T% nﬁmwﬂ%@&msm_:c::mm
D9=> TOOD shed 0%/L NOWWOD WIS SWDD YOAS 0LZ8 o T-TXY el A b~ M N 6Agred
7T, \ on | veq|
"POSZH 10 TDH sAeq %1 NOWWOD :SKWDH YOA 0928 | xSDHe TW-0¥XS M N GAELEH
D9=> TO0D sAheq %1 NOWWOD :ALINITYMTY 0Z€Z | d/9 Tu-0sext |5 1/ bt |y N 6RELEH
. D9=> TOOD _ ﬁhhww w\gﬁ
/ z> ud o3 TDH sheq 8z NOWWOD :HSYHIDTIO ¥H99T o 1-TI%P ~ A M N 6AELEH
AAlBAIISAId awi} BuipjoH sisAjeuy ajdwesg Jaurejuon adAjjoN | awiy ajeq « |49114 ] OoN ejdweg

snoxsbueqg
J/N
SNOLLDNYLSNI TVvi03dS

1°85% I29px0 A0q a=ad o[gesealal 30U aIB Ing sSuoTIeTnbsy SpooH

9Ie 3By} SUOTIRIJUSOUOD 38 TBIIADIECW SATIOROTPRY SUTBIUOD xx xx

WIYI / ¥4D 6% xad uorjejxodsuex) Io3J pejeinbal jou

MHVINIH/SAYVZVH 31dINVS 318ISS0d

alZ

;"oN Aladoud 2usHO

skeq og MM

1011d A¥DS jod0j0.d

N‘me&m Taﬁﬁu« mJN b N} FON i HyyBuipe jo g

IoTaie) TeToIswwo) udwdiyg jo po

wew || 571 ‘setroieroqet 1anf(ded) oL paddiyg

:'ON 3s3yD 9]

¥ bi- 90s-N-anu

*ON yooqbon

810z aunpy ‘aAIns :aj114 103load

TL000€ -9P0D 3bJeyouapio aseydind 2315 paoguey ‘ulbuO Buldwes 900-8TS I"ON 4VS
059%-9LE-605 :ON auoydaja) poalsny-siojeMm ualey .19}sanbaynoeiuocd oMdHD :10}93}j09
RIS .:}mem&T

T 3o T sbed

€€T-900-815
#2000

HLhEESHh

1S3N0IY SISATVNY IFT1dINVS/AAOLSND 40 NIVHD

KAuedwop uoTjzRTpPIWSY
nealeTd TTTHHZHD

AN

e

PageTT6f 63



Laboratories tic

July 30, 2018 Rev 0

SAMPLE RECEIPT & REVIEW FORM

Client: CQQQ

SDG/ARICOC/Work Order: H$ 3 & uq

Received By:C- TARPLIN

Date Received: D_} - O% " ZO \-% HS

Carrier and Tracking Number

Circle Applicable:
FedEx Express FedEx Ground UPS  Field Services Courier  Other

Mz 17y NRzZ-Ve
26 u%puo Rz (3)-2¢

ES " . " gl - gt .. ) N

Suspected Hazard Information E ) ;,{f Nli[ C?unls > 100cpm on samples not marked “radioactive”, contact the Radiation Safety Group for further
yestigation,
Shipped as a DOT Hazardous? Hazard Class Shipped: UN#:
COC/Samples marked or classified as /' Maximum Net nis Observed* (Observed Counts - Area Background Counts): O CPMY mR/Hr
radionctive? Classified as;{Rad 1) Rad2 Rad 3
Pt If yes. select Hazards below. and contact the GEL Safety Group.
s package. COC, and/or Samples marked HAZ? PCB's Flammable Foreign Soil  RCRA  Asbestos  Beryllium  Other:
Sample Receipt Criteria E [ E 2 Comments/Qualifiers (Required for Non-Conforming Items)

Shipping containers received intact and
sealed?

Circle Applicable:  Scals broken  Damaged container  Leaking container  Other (describe)

Chain of custody documents included
with shipment?

Samples requiring cold preservation /
within (0 € 6 deg. C)7*

Preservation Method{ Wet Ice )lcc Packs Dryice None  Other:
*all tempenratures are recorded in Celsius TEMP:

Daily check performed and passed on IR
temperature gun?

Temperature Device Serial #:____R4-17

Secondary Temperature Device Seriad # (If Applicable):

Sample containers intact and sealed?

Circle Applicable:  Seals broken  Damaged container  Leaking container  Other (describe)

Samples requiring chemical preservation /
at proper pH?

Sample ID's and Containers Affected:

Do any samples require Volatile
Analysis?

If Proservation added, Lot

If Yes, Are Encores or Soil Kits present? Yes____No, -~ uf yes, take to VOA Freezer)

Do VOA vials contain acid preservation? Yes No___ N/A___ (If unknown. select No)
VOA vials free of headspace? Yes___ No.<~ N/A___

Sample ID's and containers affected:
BBl BoSEI e A

Samples rececived within holding time? s/

8396y 245 -GIUBXOEgd AsT74/g

ID's and tests affected: S

Sample ID’s on COC match ID's on /
bottles?

Sample IT's and containers affected:

10

Date & time on COC match date & time
on bottles?

Sample ID's affected:

11

Number of containers received match /
number indicated on COC?

Samplc ID's affected:

12

Are sample containers identifiable as
GEL provided?

13

COC form is properly signed in
relinquished/received sections?

Comments (Use Continuation Form if needed):

Page 12 of 63

PM (or PMA) review: Initials

a%/ Date 7’/ g;ﬁy Page __L__ of _[_

GL-CHL-SR-001 Rev 5
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Data Review Qualifier
Definitions
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July 30, 2018
GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 (843) 556-8171

Project Specific Qualifier Definitions for GEL Client Code:

Rev 0
Report Date: 30-JUL-18

CPRC

Qualifier Qualifier Definition Department Fraction

U Analyzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total analytical error.

J The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as Organics
appropriate).Value is estimated

P Aroclor target analyte with greater than 25% difference between column analyses. Organics

C Analyte has been confirmed by GC/MS analysis Organics Pesticide

B The analyte was detected in both the associated QC blank and in the sample. Organics

E Concentration exceeds the calibration range of the instrument Organics

A The TIC is a suspected aldol-condensation product Organics Semi-Volatile

X Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

N Spike Sample recovery is outside control limits.

* Duplicate analysis not within control limits Inorganics

> Result greater than quantifiable range or greater than upper limit of the analysis range General Chemistry
Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

B The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as Inorganics Metals
appropriate).

D Results are reported from a diluted aliquot of sample.

E Reported value is estimated due to interferences. See comment in narrative. Inorganics Metals

M Duplicate precision not met. Inorganics Metals

o] Analyte failed to recover within LCS limits (Organics only) Organics

S Reported value determined by the Method of Standard Additions (MSA) Inorganics

T Spike and/or spike duplicate sample recovery is outside control limits. Organics

W Post-digestion spike recovery for GFAA out of control limit. Sample absorbency < 50% of spike absorbency. Inorganics

B The analyte was detected in the associated method blank >/= MDC or >5% sample activity. Radiological

Y Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

+ Correlation coefficient for Method of Standard Additions (MSA) is < 0.995 Inorganics

B The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as General Chemistry
appropriate).

C Target analyte was detected in the sample and the associated blank. The associated blank concentration is >= EQL or is > 5% of the Inorganics Metals
measured concentration and/or decision level for associated samples.

C Target analyte was detected in the sample and the associated blank. The associated blank concentration is >= EQL or is > 5% of the General Chemistry
measured concentration and/or decision level for associated samples.

< Sample is below the EPA guidance level for Reactive Releasable Cyanide and/or Reactive Releasable Sulfide General Chemistry

UX Gamma Spectroscopy——Uncertain identification Radiological

o] Analyte failed to recover within LCS limits Radiological Rad

Page 16 of G8ge 1ofl
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List of current GEL Certifications as of 30 July 2018

State Certification
Alaska 17-018
Arkansas 88-0651
CLIA 42D0904046
California 2940
Colorado SC00012
Connecticut PH-0169
Delaware SC00012
DoD ELAP/1S0O17025 A2LA 2567.01
Florida NELAP E87156
Foreign Soils Permit P330-15-00283, P330-15-0025
Georgia SC00012
Georgia SDWA 967
Hawaii SC00012
Idaho Chemistry SC00012
Idaho Radiochemistry SC00012
lllinois NELAP 200029
Indiana C-SC-01
Kansas NELAP E-10332
Kentucky SDWA 90129
Kentucky Wastewater 90129
Louisiana NELAP 03046 (A133904)
Louisiana SDWA LA180011
Maryland 270
Massachusetts M-SC012
Michigan 9976
Mississippi SC00012
Nebraska NE-0S-26-13
Nevada SC000122018-1
New Hampshire NELAP 205415
New Jersey NELAP SC002
New Mexico SC00012
New York NELAP 11501
North Carolina 233
North Carolina SDWA 45709
North Dakota R-158
Oklahoma 9904
Pennsylvania NELAP 68-00485
Puerto Rico SC00012
S. Carolina Radiochem 10120002
South Carolina Chemistry 10120001
Tennessee TN 02934
Texas NELAP T104704235-18-13
Utah NELAP SC000122018-26
Vermont VT87156
Virginia NELAP 460202
Washington C780
West Virginia 997404

Page 18 of 65
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GC/MS Volatile
Technical Case Narrative
CH2MHill Plateau Remediation Company (CPRC)
SDG #: GEL453849
Work Order #: 453849

Product: Volatile Organic Compounds (VOC) by Gas Chromatograph/Mass Spectrometer
Analytical Method: SW846 8260C

Analytical Procedure: GL-OA-E-038 REV# 26

Analytical Batch: 1779566

The following samples were analyzed using the above methods and analytical procedure(s).

GEL Sample |D# Client Sampleldentification

453849001 B3JBY9

1204063579 453859001(NonSDG) Post Spike (PS)
1204063580 453859001(NonSDG) Post Spike Duplicate (PSD)
1204063756 Method Blank (MB)

1204063758 Laboratory Control Sample (LCS)

The samples in this SDG were analyzed on an "as received" basis.

Data Summary:

All sample data provided in this report met the acceptance criteria specified in the analytical methods and
procedures for initial calibration, continuing calibration, instrument controls and process controls where
applicable, with the following exceptions.

Quality Control (QC) Information

Matrix Spike/Matrix Spike Duplicate Recovery Statement
The spike and/or spike duplicate (See Below) recoveries were not all within the acceptance limits.

Sample Analyte Value
1204063579 (Non SDG 453859001P4 2-Butanong 62* (70%-130%
Acetone |52* (70%-130%
1204063580 (Non SDG 453859001P4 2-Butanong 62* (70%-130%
Acetone  |46* (70%-130%

Certification Statement

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless otherwise noted in the analytical case narrative.

Page 19 of 63 Page 21 of 65
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GEL LABORATORIES LLC

2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com

Qualifier Definition Report
for

CPRCO001 CH2MHill Plateau Remediation Company
Client SDG: GEL453849 GEL Work Order: 453849

The Qualifiersin thisreport are defined asfollows:

E Concentration exceeds the calibration range of the instrument

J Theanalyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to
the IDL/MDL (as appropriate).Valueis estimated

T  Spike and/or spike duplicate sample recovery is outside control limits.

U Anayzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total
analytical error.

DL  Indicatesthat sampleisdiluted.
RA  Indicates that sample is re-analyzed without re-extraction.
RE Indicatesthat sampleisre-extracted.

Review/Validation

GEL requires all analytical datato be verified by a qualified datareviewer. In addition, all CLP-like deliverables
receive athird level review of the fractional data package.

The following data validator verified the information presented in this data report:

Signature: a_qu l_’ Mﬂ/\jﬁ Name: Erin Haubert

Date: 30JUL 2018 Title: Data Validator

Page 22 of 65
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GEL LaboratoriesLLC

July 30, 2018 Report Date: July 1532918 O
Volatile Page 1 of 1
Certificate of Analysis
Sample Summary
SDG Number:  GEL453849 Date Collected:  06/29/2018 11:35 Matrix: WATER
Lab Sample|D: 453849001 Date Received: 07/03/2018 08:50
Client: CPRCO001 Project: CPRC0S18006

Client ID: B3JBY9 Method: SW846 8260C SOP Ref: GL-OA-E-038
Batch ID: 1779566 Inst: VOASI Dilution: 1
Run Date: 07/06/2018 16:31 Analyst: JP1 Purge Vol: 5mL
Prep Date: 07/06/2018 16:31
DataFile: 070618V3\30512.D Column: DB-624

CASNo. Parmname Qualifier  Result Units MDL/LOD PQL/LOQRDL
71-55-6 1,1,1-Trichloroethane U 0.300 ug/L 0.300 2.00 5.00
79-00-5 1,1,2-Trichloroethane U 0.300 ug/L 0.300 2.00 5.00
107-06-2 1,2-Dichloroethane U 0.300 ug/L 0.300 2.00 5.00
71-43-2 Benzene U 0.300 ug/L 0.300 2.00 5.00
75-15-0 Carbon disulfide U 1.60 ug/L 1.60 10.0 5.00
56-23-5 Carbon tetrachloride U 0.300 ug/L 0.300 2.00 5.00
108-90-7 Chlorobenzene U 0.300 ug/L 0.300 2.00 5.00
67-66-3 Chloroform J 212 ug/L 0.300 2.00 5.00
100-41-4 Ethylbenzene U 0.300 ug/L 0.300 2.00 5.00
75-09-2 Methylene chloride U 1.60 ug/L 1.60 5.00 5.00
127-18-4 Tetrachloroethylene U 0.300 ug/L 0.300 2.00 5.00
108-88-3 Toluene U 0.300 ug/L 0.300 2.00 5.00
79-01-6 Trichloroethylene U 0.300 ug/L 0.300 2.00 5.00
75-34-3 1,1-Dichloroethane U 0.300 ug/L 0.300 2.00 10.0
75-35-4 1,1-Dichloroethylene U 0.300 ug/L 0.300 2.00 10.0
78-93-3 2-Butanone TU 3.00 ug/L 3.00 10.0 10.0
108-10-1 4-Methyl-2-pentanone U 3.00 ug/L 3.00 10.0 10.0
75-01-4 Vinyl chloride 0.300 ug/L 0.300 2.00 10.0
1330-20-7 Xylenes (total) 0.300 ug/L 0.300 6.00 10.0
67-64-1 Acetone TU 3.00 ug/L 3.00 10.0 20.0
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July 30, 2018 Rev 0
GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

. L QC Summary Report Date: July 10, 2018
CH2MHill Plateau Remediation Company Page 1of 7
MSIN R3-50 CHPRC
PO Box 1600
Richland, Washington
Contact: Mr. Scot Fitzgerald
Workorder: 453849
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
VolatileeGC/MS
Batch 1779566
QC1204063758 LCS
1,1,1-Trichloroethane 50.0 52.8 ug/L 106  (70%-130%) JP1 07/06/18 11:51
1,1,2-Trichloroethane 50.0 46.6 ug/L 93  (70%-130%)
1,1-Dichloroethane 50.0 50.8 ug/L 102 (70%-130%)
1,1-Dichloroethylene 50.0 54.7 ug/L 109  (70%-130%)
1,2-Dichloroethane 50.0 531 ug/L 106  (70%-130%)
2-Butanone 250 231 ug/L 92  (70%-130%)
4-Methyl-2-pentanone 250 220 ug/L 88  (70%-130%)
Acetone 250 241 ug/L 96  (70%-130%)
Benzene 50.0 48.5 ug/L 97  (70%-130%)
Carbon disulfide 250 276 ug/L 110  (70%-130%)
Carbon tetrachloride 50.0 53.9 ug/L 108  (70%-130%)
Chlorobenzene 50.0 46.3 ug/L 93  (70%-130%)
Chloroform 50.0 52.7 ug/L 105  (70%-130%)
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 20of 7
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Volatile-GC/M'S
Batch 1779566
Ethylbenzene 50.0 46.6 ug/L 93 (70%-130%) JP1 07/06/18 11:51
Methylene chloride 50.0 53.9 ug/L 108  (70%-130%)
Tetrachloroethylene 50.0 434 ug/L 87  (70%-130%)
Toluene 50.0 46.8 ug/L 94  (70%-130%)
Trichloroethylene 50.0 51.3 ug/L 103 (70%-130%)
Vinyl chloride 50.0 455 ug/L 91  (70%-130%)
Xylenes (total) 150 140 ug/L 93  (70%-130%)
** 1,2-Dichloroethane-d4 50.0 53.2 ug/L 106  (70%-130%)
** Bromofluorobenzene 50.0 51.0 ug/L 102 (70%-130%)
**Toluene-d8 50.0 49.0 ug/L 98  (70%-130%)
QC1204063756 MB
1,1,1-Trichloroethane U 0.300 ug/L 07/06/18 13:24
1,1,2-Trichloroethane U 0.300 ug/L
1,1-Dichloroethane U 0.300 ug/L
1,1-Dichloroethylene U 0.300 ug/L
1,2-Dichloroethane U 0.300 ug/L
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 3of 7
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Volatile-GC/MS
Batch 1779566
2-Butanone U 3.00 ug/L JP1 07/06/18 13:24
4-Methyl-2-pentanone U 3.00 ug/L
Acetone U 3.00 ug/L
Benzene U 0.300 ug/L
Carbon disulfide U 1.60 ug/L
Carbon tetrachloride U 0.300 ug/L
Chlorobenzene U 0.300 ug/L
Chloroform U 0.300 ug/L
Ethylbenzene U 0.300 ug/L
Methylene chloride U 1.60 ug/L
Tetrachloroethylene U 0.300 ug/L
Toluene U 0.300 ug/L
Trichloroethylene U 0.300 ug/L
Vinyl chloride U 0.300 ug/L
Xylenes (total) U 0.300 ug/L
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 4of 7
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Volatile-GC/M'S
Batch 1779566
**1,2-Dichloroethane-d4 50.0 53.6 ug/L 107  (70%-130%) JP1 07/06/18 13:24
** Bromofluorobenzene 50.0 48.9 ug/L 98  (70%-130%)
**Toluene-d8 50.0 48.1 ug/L 96  (70%-130%)
QC1204063579 453859001 PS
1,1,1-Trichloroethane 50.0 U 0.00 58.5 ug/L 117 (70%-130%) 07/06/18 21:12
1,1,2-Trichloroethane 50.0 U 0.00 46.2 ug/L 92 (70%-130%)
1,1-Dichloroethane 50.0 U 0.00 53.0 ug/L 106  (70%-130%)
1,1-Dichloroethylene 50.0 U 0.00 57.2 ug/L 114  (70%-130%)
1,2-Dichloroethane 50.0 U 0.00 61.8 ug/L 124 (70%-130%)
2-Butanone 250 T 181 T 172 ug/L 62* (70%-130%)
4-Methyl-2-pentanone 250 U 0.00 212 ug/L 85  (70%-130%)
Acetone 250 T 97 T 180 ug/L 52*  (70%-130%)
Benzene 50.0 U 0.00 50.0 ug/L 100  (70%-130%)
Carbon disulfide 250 U 0.00 272 ug/L 109  (70%-130%)
Carbon tetrachloride 50.0 J 0.390 60.9 ug/L 121 (70%-130%)
Chlorobenzene 50.0 U 0.00 453 ug/L 91  (70%-130%)
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GEL LABORATORIES LLC
2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com
QC Summary
Workorder: 453849 Page 50f 7
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Volatile-GC/MS
Batch 1779566
Chloroform 50.0 956 E 155 ug/L 118  (70%-130%) JP1 07/06/18 21:12
Ethylbenzene 50.0 0.00 49.2 ug/L 98  (70%-130%)
Methylene chloride 50.0 0.00 52.6 ug/L 105  (70%-130%)
Tetrachloroethylene 50.0 0.00 42.0 ug/L 84  (70%-130%)
Toluene 50.0 0.00 445 ug/L 89  (70%-130%)
Trichloroethylene 50.0 0.00 53.0 ug/L 106  (70%-130%)
Vinyl chloride 50.0 0.00 43.6 ug/L 87  (70%-130%)
Xylenes (total) 150 0.00 143 ug/L 95  (70%-130%)
** 1 2-Dichloroethane-d4 50.0 59.1 57.4 ug/L 115  (70%-130%)
** Bromofluorobenzene 50.0 53.1 48.9 ug/L 98  (70%-130%)
**Toluene-d8 50.0 48.0 46.0 ug/L 92  (70%-130%)
QC1204063580 453859001 PSD
1,1,1-Trichloroethane 50.0 0.00 52.5 ug/L 11 105 (0%-20%) 07/06/18 21:43
1,1,2-Trichloroethane 50.0 0.00 48.1 ug/L 4 96 (0%-20%)
1,1-Dichloroethane 50.0 0.00 49.3 ug/L 7 99 (0%-20%)
1,1-Dichloroethylene 50.0 0.00 51.9 ug/L 10 104 (0%-20%)
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 60of 7
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Volatile-GC/MS
Batch 1779566
1,2-Dichloroethane 50.0 U 0.00 55.5 ug/L 11 111 (0%-20%) JP1 07/06/18 21:43
2-Butanone 250 T 181 T 174 ug/L 1 62* (0%-20%)
4-Methyl-2-pentanone 250 U 0.00 225 ug/L 6 90 (0%-20%)
Acetone 250 T 497 T 164 ug/L 9 46* (0%-20%)
Benzene 50.0 U 0.00 47.1 ug/L 6 94 (0%-20%)
Carbon disulfide 250 U 0.00 257 ug/L 6 103 (0%-20%)
Carbon tetrachloride 50.0 J 0.390 53.8 ug/L 12 107 (0%-20%)
Chlorobenzene 50.0 U 0.00 48.5 ug/L 7 97 (0%-20%)
Chloroform 50.0 9%56 E 142 ug/L 8 93 (0%-20%)
Ethylbenzene 50.0 U 0.00 50.1 ug/L 2 100 (0%-20%)
Methylene chloride 50.0 U 0.00 51.2 ug/L 3 102 (0%-20%)
Tetrachloroethylene 50.0 U 0.00 451 ug/L 7 90 (0%-20%)
Toluene 50.0 U 0.00 46.2 ug/L 4 92 (0%-20%)
Trichloroethylene 50.0 U 0.00 47.6 ug/L 11 95 (0%-20%)
Vinyl chloride 50.0 U 0.00 437 ug/L 0 87 (0%-20%)
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GEL LABORATORIES LLC

Rev O

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary

Workorder: 453849 Page 7of 7

Parmname NOM Sample Qual QC Units REC% Range Anlst Date Time

Volatile-GC/M'S

Batch 1779566

Xylenes (total) 150 0.00 146 ug/L 97 (0%-20%) JP1 07/06/18 21:43
**1,2-Dichloroethane-d4 50.0 59.1 54.1 ug/L 108  (70%-130%)
** Bromofluorobenzene 50.0 53.1 49.9 ug/L 100  (70%-130%)
**Toluene-d8 50.0 48.0 49.3 ug/L 99  (70%-130%)

Notes:

The Qualifiersin this report are defined as follows:

A The TIC is a suspected aldol-condensation product
The analyte was detected in both the associated QC blank and in the sample.
Analyte has been confirmed by GC/MS analysis

<« m O O W

appropriate).Vaueis estimated

N < X Cc 4 ©v Z2

Spike Sample recovery is outside control limits.

Results are reported from a diluted aliquot of sample.
Concentration exceeds the calibration range of the instrument
The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as

Spike and/or spike duplicate sample recovery is outside control limits.

o] Analytefailed to recover within LCS limits (Organics only)

Aroclor target analyte with greater than 25% difference between column analyses.

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier
Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Analyzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total analytical error.

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by afactor of 4 or more or %RPD not applicable.
" The Relative Percent Difference (RPD) obtained from the sample duplicate (DUP) is evaluated against the acceptance criteriawhen the sample is greater than
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +/- the

RL isused to evaluate the DUP result.
* |ndicates that a Quality Control parameter was not within specifications.
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NEL AP certification, the analysis has met all of the

requirements of the NELAC standard unless qualified on the QC Summary.
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GEL LaboratoriesLLC

July 30, 2018

Report Date:  J§y@§27)8

SDG Number: GEL453849
Matrix Type: LIQUID

Volatile

Surrogate Recovery Report

Page 1 of 1

DCED4 TOL BFB
Samplel|D Client ID %REC %REC %REC
1204063758  LCSfor batch 1779566 106 98 102
1204063756  MB for batch 1779566 107 96 98
453849001 B3JBY9 113 96 102
1204063579  B3K387PS 115 92 98
1204063580  B3K387PSD 108 99 100

Surrogate

DCED4 - 1,2-Dichloroethane-d4
TOL - Toluene-d8
BFB - Bromofluorobenzene

* Recovery outside Acceptance Limits
# Column to be used to flag recovery values
D Sample Diluted
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Acceptance Limits
(70%-130%)
(70%-130%)
(70%-130%)
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Semi-Volatile Analysis
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GC/MS Semivolatile
Technical Case Narrative
CH2MHill Plateau Remediation Company (CPRC)
SDG #: GEL453849
Work Order #: 453849

Product: Analysis of Semivolatile Organic Compounds by Gas Chromatography/Mass Spectrometry
Analytical Method: SW846 3510C/8270D SIM

Analytical Procedure: GL-OA-E-009 REV# 40

Analytical Batch: 1779394

Preparation Method: SW846 3510C
Preparation Procedure: GL-OA-E-013 REV# 32
Preparation Batch: 1779393

The following samples were analyzed using the above methods and analytical procedure(s).

GEL SampleID# Client Sampleldentification

453849001 B3JBY9

1204063167 Method Blank (MB)

1204063168 Laboratory Control Sample (LCS)

1204063169 453849001(B3JBY9) Matrix Spike (MS)
1204063170 453849001(B3JBY9) Matrix Spike Duplicate (MSD)

The samples in this SDG were analyzed on an "as received" basis.

Data Summary:

All sample data provided in this report met the acceptance criteria specified in the analytical methods and
procedures for initial calibration, continuing calibration, instrument controls and process controls where
applicable, with the following exceptions.

Quiality Control (QC) Information

Surrogate Recoveries
Samples (See Below) did not meet surrogate recovery acceptance criteria. The client established the limits of
70%-130%. Failures are expected. The data were reported per client request.

Sample Analyte Value
1204063167 (MB) 5-alpha-Androstan 57* (70%-130%
1204063168 (LCS) 5-alpha-Androstan 66* (70%-130%

1204063169 (B3JBY9MS)| 5-alpha-Androstan 55* (70%-130%
1204063170 (B3JBY9MSL 5-alpha-Androstan 58* (70%-130%
453849001 (B3JBY9) 5-alpha-Androstan 48* (70%-130%

Laboratory Control Sample (LCS) Recovery

The LCS (See Below) spike recoveries were not within acceptance limits. One or more spike recoveries in the
MS and MSD were also not within the acceptance limits. All samples in the batch were re-extacted out of
holding. The LCS, MS, and MSD spike recoveries were within acceptance criteria for the re-extraction batch.
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Data for these samples were reported from both sets of extractions.

Sample Analyte Value
1204063168 (LCS Several | See applicable repd

t

=

Spike Recovery Statement

The MS and MSD (See Below) spike recoveries were not within acceptance limits. Spike recoveries in the LCS
were also not within the acceptance limits. All samples in the batch were re-extacted out of holding. The LCS,
MS, and MSD spike recoveries were within acceptance criteria for the re-extraction batch. Data for these
samples were reported from both sets of extractions.

Sample Analyte Value
1204063169 (B3JBYIMS)| Acenaphthylen(48* (53%-99%)
Fluorene 46* (50%-116%
1204063170 (B3JBY9MSLO Acenaphthylen(52* (53%-99%)

MS/MSD Relative Percent Difference (RPD) Statement

The RPD values between the MS and MSD, (See Below), were not within the acceptance limits due to the large
difference between the individual recoveries in each MS and MSD analyte pair. The failures may be attributed to
an error in the extraction process.

Sample Analyte Value
1204063169MS and 1204063170MSD (B3JB|Naphthalenq 23* (0%-20%

Technical Information

Sample Re-extraction/Re-analysis
Sample 453849001 (B3JBY9) was scheduled for re-extraction due to surrogate failure and/or batch QC failure.

Product: Analysis of Semivolatile Organic Compounds by Gas Chromatography/Mass Spectrometry
Analytical Method: SW846 3510C/8270D SIM

Analytical Procedure: GL-OA-E-009 REV# 40

Analytical Batch: 1780068

Preparation Method: SW846 3510C
Preparation Procedure;: GL-OA-E-013 REV# 32

Preparation Batch: 1780067

The following samples were analyzed using the above methods and analytical procedure(s).

GEL Sample|D# Client Sampleldentification

453849001 B3JBY9

1204064611 Method Blank (MB)

1204064612 Laboratory Control Sample (LCS)

1204064613 453849001(B3JBY9) Matrix Spike (MS)
1204064614 453849001(B3JBY9) Matrix Spike Duplicate (MSD)
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The samples in this SDG were analyzed on an "as received" basis.

Data Summary:

All sample data provided in this report met the acceptance criteria specified in the analytical methods and
procedures for initial calibration, continuing calibration, instrument controls and process controls where
applicable, with the following exceptions.

Quality Control (QC) Information

Surrogate Recoveries
Samples (See Below) did not meet surrogate recovery acceptance criteria. The client established the limits of

70%-130%. Failures are expected. The data were reported per client request.

Sample Analyte Value
1204064611 (MB) 5-alpha-Androstan 59* (70%-130%
1204064612 (LCS) 5-alpha-Androstan 58* (70%-130%

1204064613 (B3JBY9MS)| 5-alpha-Androstan 56* (70%-130%
1204064614 (B3JBY9MSL 5-alpha-Androstan 63* (70%-130%
453849001 (B3JBY9) 5-alpha-Androstan 53* (70%-130%

Laboratory Control Sample (LCS) Recovery
The LCS and/or LCSD (See Below) spike recoveries were not within the acceptance limits. The client
established the limits of 70%-130%. Failures are expected. The data were reported per client request.

Sample Analyte Value
1204064612 (LCS Acenaphthene 67* (70%-130%
Benzo(ghi)perylen|63* (70%-130%
Naphthalene 65* (70%-130%

Technical Information

Holding Time Specifications
Samples (See Below) were re-extracted out of holding due to QC failures. The failures did not confirm, so both
sets of results are reported and have been qualified accordingly.

Sample Value
1204064613 (B3JBYIMS) Received 03-JUL-18, within holding, prepped 09-JUL-18, out of holding
06-JUL-18
1204064614 Received 03-JUL-18, within holding, prepped 09-JUL-18, out of holding
(B3JBY9MSD) 06-JUL-18
453849001 (B3JBY9) (I?Be_c\:]%\f;iESOSJUL-lS, within holding, prepped 09-JUL-18, out of holding

Cetrtification Statement
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Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless otherwise noted in the analytical case narrative.
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GEL LABORATORIES LLC

2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com

Qualifier Definition Report
for

CPRCO001 CH2MHill Plateau Remediation Company
Client SDG: GEL453849 GEL Work Order: 453849

The Qualifiersin thisreport are defined asfollows:

E Concentration exceeds the calibration range of the instrument

J Theanalyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to
the IDL/MDL (as appropriate).Valueis estimated

T  Spike and/or spike duplicate sample recovery is outside control limits.

U Anayzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total
analytical error.

X Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

DL Indicatesthat sampleisdiluted.
RA  Indicates that sample is re-analyzed without re-extraction.
RE Indicatesthat sampleisre-extracted.

Review/Validation

GEL requires all analytical datato be verified by a qualified datareviewer. In addition, all CLP-like deliverables
receive athird level review of the fractional data package.

The following data validator verified the information presented in this data report:

Signature: mﬁ !: > Name: Barbara Bailey

Date: 26 JUL 2018 Title: Data Validator
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Sample Data Summary
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GEL LaboratoriesLLC

July 30, 2018 Report Date: July 1532918 O
Semi-Volatile Page 1 of 1
Certificate of Analysis
Sample Summary
SDG Number:  GEL453849 Date Collected:  06/29/2018 11:35 Matrix: WATER
Lab Sample|D: 453849001 Date Received: 07/03/2018 08:50
Client: CPRCO001 Project: CPRCO0S18006

Client ID: B3JBY9RE Method: SW846 3510C/8270D SIM  SOP Ref: GL-OA-E-009
Batch ID: 1780068 Inst: MSDA4.l Dilution: 1
Run Date: 07/09/2018 19:06 Analyst: JMB3 Inj. Vol: 1uL
Prep Date: 07/09/2018 09:05 Aliquot: 1120 mL Final Volume: 1mL
DataFile: s070918.B\s4g0921.D Column: DB-5ms

CASNo. Parmname Qualifier  Result Units MDL/LOD PQL/LOQRDL
56-55-3 Benzo(a)anthracene UXx 0.0268 ug/L 0.0268 0.0893  0.300
50-32-8 Benzo(a)pyrene UX 0.0268 ug/L 0.0268 0.0893  0.500
205-99-2 Benzo(b)fluoranthene UXx 0.0268 ug/L 0.0268 0.0893 0.500
207-08-9 Benzo(k)fluoranthene UXx 0.0268 ug/L 0.0268 0.0893  0.500
191-24-2 Benzo(ghi)perylene UXx 0.0268 ug/L 0.0268 0.0893 1.00
53-70-3 Dibenzo(a,h)anthracene UXx 0.0268 ug/L 0.0268 0.0893 1.00
193-39-5 Indeno(1,2,3-cd)pyrene UX 0.0268 ug/L 0.0268 0.0893  1.00
86-73-7 Fluorene UXx 0.0268 ug/L 0.0268 0.0893 3.00
218-01-9 Chrysene UXx 0.0268 ug/L 0.0268 0.0893 5.00
206-44-0 Fluoranthene UX 0.0268 ug/L 0.0268 0.0893  5.00
120-12-7 Anthracene UXx 0.0268 ug/L 0.0268 0.0893 10.0
85-01-8 Phenanthrene UXx 0.0268 ug/L 0.0268 0.0893 10.0
83-32-9 Acenaphthene UX 0.0268 ug/L 0.0268 0.0893 200
91-20-3 Naphthalene UXx 0.0268 ug/L 0.0268 0.0893 20.0
129-00-0 Pyrene UXx 0.0268 ug/L 0.0268 0.0893 20.0
208-96-8 Acenaphthylene UX 0.0268 ug/L 0.0268 0.0893 250
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GEL LaboratoriesLLC

July 30, 2018 Report Date: July 1532918 O
Semi-Volatile Page 1 of 1
Certificate of Analysis
Sample Summary
SDG Number:  GEL453849 Date Collected:  06/29/2018 11:35 Matrix: WATER
Lab Sample|D: 453849001 Date Received: 07/03/2018 08:50
Client: CPRCO001 Project: CPRCO0S18006

Client ID: B3JBY9 Method: SW846 3510C/8270D SIM  SOP Ref: GL-OA-E-009
Batch ID: 1779394 Inst: MSD5.I Dilution: 1
Run Date: 07/06/2018 00:41 Analyst: AGS1 Inj. Vol: 1uL
Prep Date: 07/05/2018 09:06 Aliquot: 1110 mL Final Volume: 1mL
DataFile: s070518.B\s5g0522.D Column: DB-5ms

CASNo. Parmname Qualifier  Result Units MDL/LOD PQL/LOQRDL
56-55-3 Benzo(a)anthracene u 0.027 ug/L 0.027 0.0901  0.300
50-32-8 Benzo(a)pyrene U 0.027 ug/L 0.027 0.0901 0.500
205-99-2 Benzo(b)fluoranthene U 0.027 ug/L 0.027 0.0901 0.500
207-08-9 Benzo(k)fluoranthene u 0.027 ug/L 0.027 0.0901  0.500
191-24-2 Benzo(ghi)perylene U 0.027 ug/L 0.027 0.0901 1.00
53-70-3 Dibenzo(a,h)anthracene U 0.027 ug/L 0.027 0.0901 1.00
193-39-5 Indeno(1,2,3-cd)pyrene U 0.027 ug/L 0.027 0.0901  1.00
86-73-7 Fluorene TU 0.027 ug/L 0.027 0.0901 3.00
218-01-9 Chrysene U 0.027 ug/L 0.027 0.0901 5.00
206-44-0 Fluoranthene U 0.027 ug/L 0.027 0.0901  5.00
120-12-7 Anthracene U 0.027 ug/L 0.027 0.0901 10.0
85-01-8 Phenanthrene U 0.027 ug/L 0.027 0.0901 10.0
83-32-9 Acenaphthene U 0.027 ug/L 0.027 0.0901 200
91-20-3 Naphthalene U 0.027 ug/L 0.027 0.0901 20.0
129-00-0 Pyrene U 0.027 ug/L 0.027 0.0901 20.0
208-96-8 Acenaphthylene TU 0.027 ug/L 0.027 0.0901 250
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

. L QC Summary Report Date: July 10, 2018
CH2MHill Plateau Remediation Company Page 1of 10
MSIN R3-50 CHPRC
PO Box 1600
Richland, Washington
Contact: Mr. Scot Fitzgerald
Workorder: 453849
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-VolatileeGC/IMS
Batch 1779394
QC1204063168 LCS
Acenaphthene 10.0 5.65 ug/L 57* (70%-130%) AGSl 07/05/18 22:03
Acenaphthylene 10.0 5.19 ug/L 52*  (70%-130%)
Anthracene 10.0 557 ug/L 56* (70%-130%)
Benzo(a)anthracene 10.0 5.63 ug/L 56* (70%-130%)
Benzo(a)pyrene 10.0 5.65 ug/L 57*  (70%-130%)
Benzo(b)fluoranthene 10.0 5.66 ug/L 57* (70%-130%)
Benzo(ghi)perylene 10.0 4.98 ug/L 50*  (70%-130%)
Benzo(k)fluoranthene 10.0 6.05 ug/L 61* (70%-130%)
Chrysene 10.0 5.67 ug/L 57* (70%-130%)
Dibenzo(ah)anthracene 10.0 4.64 ug/L 46*  (70%-130%)
Fluoranthene 10.0 481 ug/L 48*  (70%-130%)
Fluorene 10.0 4.89 ug/L 49*  (70%-130%)
Indeno(1,2,3-cd)pyrene 10.0 5.25 ug/L 53*  (70%-130%)
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 2 of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1779394
Naphthalene 10.0 553 ug/L 55* (70%-130%) AGS1 07/05/18 22:03
Phenanthrene 10.0 5.38 ug/L 54*  (70%-130%)
Pyrene 10.0 4.73 ug/L 47*  (70%-130%)
**5-alpha-Androstane 5.00 331 ug/L 66* (70%-130%)
QC1204063167  MB
Acenaphthene U 0.030 ug/L 07/05/18 21:31
Acenaphthylene U 0.030 ug/L
Anthracene U 0.030 ug/L
Benzo(a)anthracene U 0.030 ug/L
Benzo(a)pyrene U 0.030 ug/L
Benzo(b)fluoranthene U 0.030 ug/L
Benzo(ghi)perylene U 0.030 ug/L
Benzo(k)fluoranthene U 0.030 ug/L
Chrysene U 0.030 ug/L
Dibenzo(a,h)anthracene U 0.030 ug/L
Fluoranthene U 0.030 ug/L
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2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 3of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1779394
Fluorene U 0.030 ug/L AGS1 07/05/18 21:31
Indeno(1,2,3-cd)pyrene U 0.030 ug/L
Naphthalene U 0.030 ug/L
Phenanthrene U 0.030 ug/L
Pyrene U 0.030 ug/L
**5-alpha-Androstane 5.00 2.83 ug/L 57*  (70%-130%)
QC1204063169 453849001 MS
Acenaphthene 20.0 U 0.027 J 10.4 ug/L 52 (50%-96%0) 07/06/18 01:13
Acenaphthylene 200 TU 0.027 Jr 9.54 ug/L 48*  (53%-99%)
Anthracene 20.0 U 0.027 10.5 ug/L 52 (48%-117%)
Benzo(a)anthracene 20.0 U 0.027 10.6 ug/L 53  (53%-103%)
Benzo(a)pyrene 20.0 U 0.027 10.5 ug/L 53  (29%-118%)
Benzo(b)fluoranthene 20.0 U 0.027 10.2 ug/L 51  (29%-117%)
Benzo(ghi)perylene 20.0 U 0.027 10.6 ug/L 53  (39%-124%)
Benzo(k)fluoranthene 20.0 U 0.027 10.9 ug/L 55  (24%-119%)
Chrysene 20.0 U 0.027 11.0 ug/L 55  (51%-100%)
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GEL LABORATORIES LLC
2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com
QC Summary
Workorder: 453849 Page 4 of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1779394
Dibenzo(a,h)anthracene 20.0 U 0.027 9.96 ug/L 50 (16%-147%) AGS1 07/06/18 01:13
Fluoranthene 20.0 U 0.027 9.12 ug/L 46  (41%-130%)
Fluorene 200 TU 0027 T 9.18 ug/L 46*  (50%-116%)
Indeno(1,2,3-cd)pyrene 20.0 U 0.027 114 ug/L 57 (39%-128%)
Naphthalene 20.0 U 0.027 J 105 ug/L 53 (47%-96%)
Phenanthrene 20.0 U 0.027 10.3 ug/L 52 (33%-121%)
Pyrene 20.0 U 0027 J 8.90 ug/L 45  (38%-122%)
**5-alpha-Androstane 10.0 2.16 552 ug/L 55*  (70%-130%)
QC1204063170 453849001 MSD
Acenaphthene 20.0 U 0.027 J 11.4 ug/L 9 57 (0%-20%) 07/06/18 01:45
Acenaphthylene 200 TU 0.027 Jr 104 ug/L 8 52* (0%-20%)
Anthracene 20.0 U 0.027 10.8 ug/L 3 54 (0%-20%)
Benzo(a)anthracene 20.0 U 0.027 10.6 ug/L 1 53 (0%-20%)
Benzo(a)pyrene 20.0 U 0.027 10.9 ug/L 3 54 (0%-20%)
Benzo(b)fluoranthene 20.0 U 0.027 10.1 ug/L 1 51 (0%-20%)
Benzo(ghi)perylene 20.0 U 0.027 125 ug/L 16 62 (0%-20%)
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QC Summary
Workorder: 453849 Page 5of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1779394
Benzo(k)fluoranthene 20.0 U 0.027 10.9 ug/L 0 55 (0%-20%) AGS1l 07/06/18 01:45
Chrysene 20.0 U 0.027 111 ug/L 1 56 (0%-20%)
Dibenzo(a,h)anthracene 20.0 U 0.027 E 116 ug/L 15 58 (0%-20%)
Fluoranthene 20.0 U 0.027 9.26 ug/L 2 46 (0%-20%)
Fluorene 200 TU 0.027 9.94 ug/L 8 50 (0%-20%)
Indeno(1,2,3-cd)pyrene 20.0 U 0.027 13.2 ug/L 15 66 (0%-20%)
Naphthalene 20.0 U 0027 J 133 ug/L 23* 66 (0%-20%)
Phenanthrene 20.0 U 0.027 10.6 ug/L 3 53 (0%-20%)
Pyrene 20.0 U 0.027 J 8.80 ug/L 1 44 (0%-20%)
**5-alpha-Androstane 10.0 2.16 5.82 ug/L 58*  (70%-130%)
Batch 1780068
QC1204064612  LCS
Acenaphthene 10.0 6.72 ug/L 67* (70%-130%) JMB3 07/09/18 16:42
Acenaphthylene 10.0 7.96 ug/L 80  (70%-130%)
Anthracene 10.0 8.75 ug/L 88  (70%-130%)
Benzo(a)anthracene 10.0 9.64 ug/L 96  (70%-130%)
Benzo(a)pyrene 10.0 9.34 ug/L 93  (70%-130%)
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QC Summary
Workorder: 453849 Page 6 of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1780068
Benzo(b)fluoranthene 10.0 9.03 ug/L 90 (70%-130%) JMB3 07/09/18 16:42
Benzo(ghi)perylene 10.0 6.31 ug/L 63* (70%-130%)
Benzo(k)fluoranthene 10.0 9.20 ug/L 92  (70%-130%)
Chrysene 10.0 8.31 ug/L 83  (70%-130%)
Dibenzo(a,h)anthracene 10.0 841 ug/L 84  (70%-130%)
Fluoranthene 10.0 7.72 ug/L 77 (70%-130%)
Fluorene 10.0 7.66 ug/L 77 (70%-130%)
Indeno(1,2,3-cd)pyrene 10.0 8.35 ug/L 84  (70%-130%)
Naphthalene 10.0 6.49 ug/L 65* (70%-130%)
Phenanthrene 10.0 7.14 ug/L 71 (70%-130%)
Pyrene 10.0 8.07 ug/L 81  (70%-130%)
**5-alpha-Androstane 5.00 2.88 ug/L 58*  (70%-130%)
QC1204064611 MB
Acenaphthene U 0.030 ug/L 07/09/18 16:13
Acenaphthylene U 0.030 ug/L
Anthracene U 0.030 ug/L
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QC Summary
Workorder: 453849 Page 7 of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1780068
Benzo(a)anthracene U 0.030 ug/L JMB3 07/09/18 16:13
Benzo(a)pyrene U 0.030 ug/L
Benzo(b)fluoranthene U 0.030 ug/L
Benzo(ghi)perylene U 0.030 ug/L
Benzo(k)fluoranthene U 0.030 ug/L
Chrysene U 0.030 ug/L
Dibenzo(ah)anthracene U 0.030 ug/L
Fluoranthene U 0.030 ug/L
Fluorene U 0.030 ug/L
Indeno(1,2,3-cd)pyrene U 0.030 ug/L
Naphthalene U 0.030 ug/L
Phenanthrene U 0.030 ug/L
Pyrene U 0.030 ug/L
**5-apha-Androstane 5.00 297 ug/L 59*  (70%-130%)
QC1204064613 453849001 MS
Acenaphthene 200 UX 0.0268 JX 14.3 ug/L 72 (50%-96%) 07/09/18 19:35
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2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 8of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1780068
Acenaphthylene 200 UX 0.0268 JX 171 ug/L 86 (53%-99%) JMB3 07/09/18 19:35
Anthracene 20.0 UX 0.0268 X 16.7 ug/L 83  (48%-117%)
Benzo(a)anthracene 200 UX 0.0268 X 18.3 ug/L 92  (53%-103%)
Benzo(a)pyrene 200 UX 0.0268 X 17.6 ug/L 88  (29%-118%)
Benzo(b)fluoranthene 200 UX 0.0268 X 16.9 ug/L 85  (29%-117%)
Benzo(ghi)perylene 200 UX 0.0268 X 11.8 ug/L 59  (39%-124%)
Benzo(k)fluoranthene 200 UX 0.0268 X 17.4 ug/L 87  (24%-119%)
Chrysene 200 UX 0.0268 X 15.7 ug/L 78  (51%-100%)
Dibenzo(a,h)anthracene 200 UX 0.0268 X 154 ug/L 77 (16%-147%)
Fluoranthene 200 UX 0.0268 X 14.9 ug/L 74 (41%-130%)
Fluorene 200 UX 0.0268 X 16.2 ug/L 81  (50%-116%)
Indeno(1,2,3-cd)pyrene 200 UX 0.0268 X 155 ug/L 77 (39%-128%)
Naphthalene 200 UX 0.0268 JX 13.1 ug/L 65 (47%-96%)
Phenanthrene 200 UX 0.0268 X 14.2 ug/L 71 (33%-121%)
Pyrene 200 UX 0.0268 JX 14.0 ug/L 70  (38%-122%)
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QC Summary
Workorder: 453849 Page 9of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1780068
**5-alpha-Androstane 10.0 2.38 5.58 ug/L 56* (70%-130%) JMB3 07/09/18 19:35
QC1204064614 453849001 MSD
Acenaphthene 200 UX 0.0268 JX 15.4 ug/L 8 77 (0%-20%) 07/09/18 20:04
Acenaphthylene 20.0 UX 0.0268 JX 185 ug/L 7 92 (0%-20%)
Anthracene 20.0 UX 0.0268 X 175 ug/L 5 87 (0%-20%)
Benzo(a)anthracene 200 UX 0.0268 X 19.3 ug/L 5 96 (0%-20%)
Benzo(a)pyrene 20.0 UX 0.0268 X 189 ug/L 7 94 (0%-20%)
Benzo(b)fluoranthene 20.0 UX 0.0268 X 17.7 ug/L 5 89 (0%-20%)
Benzo(ghi)perylene 200 UX 0.0268 X 13.8 ug/L 15 69 (0%-20%)
Benzo(k)fluoranthene 20.0 UX 0.0268 X 17.8 ug/L 2 89 (0%-20%)
Chrysene 200 UX 0.0268 X 16.6 ug/L 6 83 (0%-20%)
Dibenzo(a,h)anthracene 200 UX 0.0268 X 18.0 ug/L 15 90 (0%-20%)
Fluoranthene 200 UX 0.0268 X 16.4 ug/L 9 82 (0%-20%)
Fluorene 200 UX 0.0268 X 17.1 ug/L 6 86 (0%-20%)
Indeno(1,2,3-cd)pyrene 200 UX 0.0268 X 17.8 ug/L 14 89 (0%-20%)
Naphthalene 200 UX 0.0268 JX 14.7 ug/L 12 73 (0%-20%)
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

QC Summary
Workorder: 453849 Page 10 of 10
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time
Semi-Volatile-GC/MS
Batch 1780068
Phenanthrene 20.0 UX 0.0268 X 14.9 ug/L 4 74 (0%-20%) JMB3 07/09/18 20:04
Pyrene 20.0 UX 0.0268 JX 13.6 ug/L 3 68 (0%-20%)
**5-alpha-Androstane 10.0 2.38 6.34 ug/L 63* (70%-130%)
Notes:

The Qualifiersin this report are defined as follows:

A

<« m O O W

N < X Cc 4 ©v Z

(0]

The TIC is a suspected aldol-condensation product

The analyte was detected in both the associated QC blank and in the sample.
Analyte has been confirmed by GC/MS analysis

Results are reported from a diluted aliquot of sample.

Concentration exceeds the calibration range of the instrument

The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as
appropriate).Valueis estimated
Spike Sample recovery is outside control limits.

Aroclor target analyte with greater than 25% difference between column analyses.

Spike and/or spike duplicate sample recovery is outside control limits.

Analyzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total analytical error.
Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Analytefailed to recover within LCS limits (Organics only)

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by afactor of 4 or more or %RPD not applicable.

" The Relative Percent Difference (RPD) obtained from the sample duplicate (DUP) is evaluated against the acceptance criteriawhen the sample is greater than
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate valueisless than 5X the RL, acontrol limit of +/- the
RL is used to evaluate the DUP resullt.

* |ndicates that a Quality Control parameter was not within specifications.

For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NEL AP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.
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Report Date:  J§y@§27)8

SDG Number: GEL453849
Matrix Type: LIQUID

Semi-Volatile
Surrogate Recovery Report

Page 1

of 1

5-alpha
Sample D Client ID %REC
1204063167 MB for batch 1779393 57*
1204063168 LCSfor batch 1779393 66 *
453849001 B3JBY9 48*
1204063169  B3IBYIMS 55*
1204063170 B3IBYIMSD 58 *
1204064611 MB for batch 1780067 59 *
1204064612 LCSfor batch 1780067 58 *
453849001 B3JBY9RE 53 *
1204064613 B3JBY9REMS 56 *
1204064614  B3IBYO9REMSD 63 *

Surrogate Acceptance Limits

5-dpha - 5-apha-Androstane

* Recovery outside Acceptance Limits
# Column to be used to flag recovery values

D Sample Diluted
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General Chemistry
Technical Case Narrative
CH2MHill Plateau Remediation Company (CPRC)
SDG #: GEL453849
Work Order #: 453849

Product: n-Hexane Extractable Material
Analytical Method: EPA 1664A/1664B

Analytical Procedure: GL-GC-E-094 REV# 16

Analytical Batch: 1779339

The following samples were analyzed using the above methods and analytical procedure(s).

GEL Sample|D#

453849001

1204063102
1204063103
1204063104
1204063105
1204063106

Client Sampleldentification

B3JBY9

Method Blank (MB)

Laboratory Control Sample (LCS)
453729002(B3JBY3) Matrix Spike (MS)
Laboratory Control Sample Duplicate (LCSD)
453729002(B3JBY3) Sample Duplicate (DUP)

The samples in this SDG were analyzed on an "as received" basis.

Data Summary:

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report
met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing
calibration, instrument controls and process controls where applicable.
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Product: Alkalinity

Analytical Method: 2320_ALKALINITY
Analytical Procedure: GL-GC-E-033 REV# 13
Analytical Batch: 1779460

The following samples were analyzed using the above methods and analytical procedure(s).

GEL Sample ID# Client Sampleldentification

453849001 B3JBY9

1204063332 Laboratory Control Sample (LCS)
1204063333 453485003(B3J9H4) Sample Duplicate (DUP)
1204063334 453485001(B3J9H3) Sample Duplicate (DUP)

The samples in this SDG were analyzed on an "as received" basis.

Data Summary:

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report
met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing
calibration, instrument controls and process controls where applicable.

Certification Statement

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless otherwise noted in the analytical case narrative.
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GEL LABORATORIES LLC

2040 Savage Road Charleston SC 29407 - (843) 556-8171 - www.gel.com

Qualifier Definition Report
for

CPRCO001 CH2MHill Plateau Remediation Company
Client SDG: GEL453849 GEL Work Order: 453849

The Qualifiersin thisreport are defined asfollows:

U Analyzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total
analytical error.

Review/Validation

GEL requires all analytical datato be verified by a qualified datareviewer. In addition, all CLP-like deliverables
receive athird level review of the fractional data package.

The following data validator verified the information presented in this data report:

Signature: Q@@ Name: Aubrey Kingsbury

Date: 12 JUL 2018 Title: Data Validator
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Certificate of Analysis

Report Date: July 12, 2018

Company : CH2MHill Plateau Remediation Company
Address: MSIN R3-50 CHPRC
PO Box 1600
Richland, Washington 99352
Contact: Mr. Scot Fitzgerald
Project: CHCPRC SAF S18-006
Client Sample ID: B3JBY9 Project: CPRC0S18006
Sample ID: 453849001 Client ID: CPRCO001
Matrix: WATER
Collect Date: 29-JUN-18 11:35
Receive Date: 03-JUL-18
Collector: Client
Parameter Qualifier  Result DL RL Units PF DF Anayst Date Time Batch Method

Qil & Grease Anadlysis

1664A_OILGREASE: COMMON "As Received"
Oil and Grease U 133 1.33 4.76 mg/L DXB7 07/04/18 0424 1779339 1

Titration and lon Analysis
2320_ALKALINITY: COMMON "As Received"

Alkalinity, Total as CaCO3 209000 1450 4000 ug/L RXB5 07/10/18 1706 1779460 2
The following Analytical Methods were performed:

Method Description Analyst Comments

1 EPA 1664A/1664B

2 2320 ALKALINITY

Notes:

Column headers are defined as follows:

DF: Dilution Factor Lc/LC: Critical Level
DL: Detection Limit PF: Prep Factor
MDA: Minimum Detectable Activity RL: Reporting Limit

MDC: Minimum Detectable Concentration SQL: Sample Quantitation Limit
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GEL LABORATORIES LLC

2040 Savage Road Charleston, SC 29407 - (843) 556-8171 - www.gel.com

) o QC SU m mary Report Date: July 12, 2018
CH2MHill Plateau Remediation Company Page 1of 2
MSIN R3-50 CHPRC
PO Box 1600
Richland, Washington
Contact: Mr. Scot Fitzgerald

Workorder: 453849

Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time

Oil & Grease Analysis
Batch 1779339

QC1204063106 453729002 DUP
Oil and Grease U 132 U 1.32 mg/L N/A DXB7 (07/04/18 04:24

QC1204063103  LCS
Oil and Grease 40.0 38.2 mg/L 955  (80%-120%) 07/04/18 04:24

QC1204063105 LCSD
Oil and Grease 40.0 385 mg/L  0.782 96.3 (0%-20%) 07/04/18 04:24

QC1204063102 MB
Qil and Grease U 1.40 mg/L 07/04/18 04:24

QC1204063104 453729002 MS
Oil and Grease 381 U 1.32 37.1 mg/L 955  (75%-125%) 07/04/18 04:24

Titration and lon Analysis
Batch 1779460

QC1204063333 453485003 DUP
Alkalinity, Total as CaCO3 103000 102000 ug/L 0.78 (0%-20%) RXB5 07/10/18 16:37

QC1204063334 453485001 DUP
Alkalinity, Total as CaCO3 U 1450 U 1450 ug/L N/A 07/10/18 16:33

QC1204063332 LCS
Alkalinity, Total as CaCO3 100000 112000 ug/L 112 (80%-120%) 07/10/18 16:26

Notes:

The Qualifiersin this report are defined as follows:
< Sample is below the EPA guidance level for Reactive Releasable Cyanide and/or Reactive Releasable Sulfide

> Result greater than quantifiable range or greater than upper limit of the analysis range
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QC Summary

Workorder: 453849 Page 2of 2
Parmname NOM Sample Qual QC Units RPD% REC% Range Anlst Date Time

B The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as appropriate).

C Target analyte was detected in the sample and the associated blank. The associated blank concentration is>= EQL or is > 5% of the measured

concentration and/or decision level for associated samples.

D Results are reported from a diluted aliquot of sample.

N Spike Sample recovery is outside control limits.

U Analyzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total analytical error.

X Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Y Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by afactor of 4 or more or %RPD not applicable.

" The Relative Percent Difference (RPD) obtained from the sample duplicate (DUP) is evaluated against the acceptance criteriawhen the sample is greater than
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +/- the
RL is used to evaluate the DUP resullt.

* |ndicates that a Quality Control parameter was not within specifications.

For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NEL AP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.
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